[Oksiv-Del'ta preproduction system for functional diagnosis of the gas-exchange function of lungs].
The results of testing of a preproduction version of the Oksiv-Del'ta spirometabolic system for examination of the metabolic rate and the gas exchange rate in lungs are presented. Testing in volunteers was performed both in a normoxic environment and using air mixtures with various O2 concentrations. The results of testing were used in debugging the Oksiv-Del'ta spirometabolic system and its preparation to clinical trial.